[Correlation between ventricular volume calculated manually and by computer].
We present here a program of ventricular volumes measurements in which an area-lenght procedure and a digital computer were used. The results were compared with those obtained by the manual method using the same formula. The correlative estatistical analysis of these results showed a high index of 0.95 when compared to the telediastolic volumes obtained by both technics, while the index reached 0.99 in reference to the telesistolic volumes and the ejection fraction.